STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PAOGRAM

DATAMASTER MAINTENANCE REPORT

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICE

RECEIVED
By Carol Day at 10:05 am, Jul 10, 2013

REPORT 25

Complets this repor! at the Ume of the regular monthly preventive malntenance check {not lo exceed 35 days).
Complete 1hls report whenaever the Inslrument is serviced or repaired and whenaver it Is placed Into service.

Retaln lhe original and send a copy wilhin 5 da

ys 1o the Brealh Alcohol Program, DHSS.

DATAMASTER SN HAME OF AGENCY 2ATE OF INSPEGTION
204080 Cape Girardeau Co. SO, Jackson 07/08/2013
LOCAF:ON OF INSTRUMENT (STREET AND CITY}) TiIME OF (NSPEGTION
2020 North Shamrock Road, Jefferson City 11:05

CHECKLIST: Ptace a mark in the box by each itam il found ta be salisfactory or If operaling within established limits. {Wrile in cbservad values
where determined.) Unmarked items must be corracted befora using instrument.

W] DIAGNOSTIC CHECK {PRINTOUT ATTACHED)

DATE AND TIME {from prinloul) 07/08/2013 @ 11:05

] COMPUTER #] DETECTOR

Wi prROGRAM W FILTERS

W] HEATERS SAMPLE CHAMBER +49°C 7] QUARTZ STANDARD

V] FLOW DETECTOR . CALIBRATION
vl

PUMP HIGH SPEED 7 PRINTER
Q INDICATOR LIGHTS
M SIMULATOR SOLUTION SUPPLIER __RepCo Marketing LOT# 12101 EXP. DATE __10/24/2013
|M] SIMULATOR TEMP (34°C 2 0.2°C) +34.00°C SIMULATOR SN DR5382 EXP. DATE ____01/07/2014

lv] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three 1ests using a standard solulion. Al lhrea tesls must be within 5% ol the standard value and musl have a spread of .005 or
loss. Mark the box corresponding to Ihe standard solution being used. (PRINTOUT ATTAGHED)

((10.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ 10:080% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE
iv] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INGLUSIVE

TEST 1w 041 TEST2w 041

TEST 3w 041

PERFORM R.FL TE_ST {FRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) :

REFUSALS 0 '[{0-.09) 0 {.05-.09) 0 (10-.14) 0 (15-.19) 0 OVER.19 0

LIST ANY HEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INGTRUMENT TO OPERATE SGATISFACTORILY ARD WITHIN ESTABLISHED LIS
{USE OTHER SIDE IF NECEASARY].

Replaced mouthpiece receplacie and elbow quick-connect on breath be. Replaced tubing along breath path between ftow themmistor black, five-way valve,
and sample chamber. Cleaned sample chamber assembly. Measured and adjusted voliages to electronics where necgssary, with special attention to IR
source famp intensity, Replaced printar ribbon, Calibrated Instrument.

INSPECTING OFFICER

SKANATURE _ PRINT FULL HAME
> Loy A, 1Al Dewayne D. Carver
TYPE | PERMIT NUMBEFVERPIRATION DATE = RETEE v TELEPHONE NUNBER
0101 -~ 05/28/2015 (573) 751-4722
RETURN COMPLETED REPORT TO THE: Brealh Atconol Program, MO Department of Health and Senior Services. Southeast District Office
' 2875 James Bivd.

Poplar Bluff, MC 63901

AH EQUAL CPPOATIMTYIAFARMATIVE AGTION EAPLOYEA
senicet provicded 00 8 nordaH iratary basy

MO £80-1463 {2-08] 1AB-116




REPCO MARRKETING INC.

301-168 STONYBEROOK DRIVE
RALEIGM, HC. 27804
=1BTGBIST

CERTIMGATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Ine.
LOT NUMBER: 12101
EXPIRATION DATE: January 30, 2014 at 11:59 p.o.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and' supplied Lot
Number 12101 of Aleohol Certified Solution for simulators. Random
sariiples of said lot number were analyzed by an independent laboratory

utilizing a gas chromatograph and found to cordain 0486 gms/dl -t~
003 gms/dl wt/vol ethanol (95% Confidence).

The alcohol and distilled water used in the solution were found to be
free of any interferring substance. |
. "This solution will produce a vapor alcohol value of 040  +/-3%
gms/210L Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius
in a simulator (95% Confidence). - '

‘The date of manufacture for 13115 lot number is Janu_a;_rz 31, 2012

. The expiration datc for this lot number is _January 30, 2014
at 11:59 pan. -

‘Iblsdomnnentlsatmereprescntanon of the original Certificate of
Analysxs. ) i

Form BM a2



Evidence Ticket

MISSOURI STATE HIGHWAY FATROL
BAC DATANMASTER SERIAL MNUMEER &H4ES6
1

FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster

=== DIAGMOSTIC CHECK ——-
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SAMPLE CHAMEER:
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FLOW DETECTOR
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QPERATOR SIGNATURE

Card Stock No.
50021

L

AR ATT AW e

FACE THIS SIDE DOWN - THIS EDGE IN FIRST FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MISS0URT STATE HIGHWAY PATROL

BAC DATAMASTER SERIAL. MUMBER 284020

H7<88-13

TESTING OFFI1CER:

CARVER/DEWRTNE T

OFFICER I.D.: 41

PERMIT MUMBER: 238181

EXPIRATION DATE: BS/25/15
MISCELLANEOUS DATH:
-840 YAPOR ACCURACY CHECK
REFCO MKT® LOT 12181 EXF 1/38-2014

--~ SUPERVISOR MODE —--

BLAHE TEST

INTERMAL STAMDARD

EXTERNAL STAMDARD
BLANK TEST -
EXTERNAL STANDARD
BLANK TEZST

RN <<

EXTERNFL STANDARD -

BLANK TEST

T

!
=3

M. = .1
AYG. = .84

. VERIFIED

B4]
« 3848
A4]
» BE
41
« a3

it:py
11:67
11:65

liraR

11169
1i:89
11:16
i1:1a

RFI TEST
—--— BREHATH AMALYSIS ~-—
BLANK TEST . BOE 11:12
e INTERNAL STANDARD YERIFIED  {1:13

f SUBJECT SAMPLE . BB 11212

" BAC DataMaster
- Evidence Ticket

- MISSOURI STRTE HIGHWAY FRTROL
BAC DATAMASTER SERIAL MUMBER 204036
B7-68-13

ARREST TIME: 0@:00
SUBJECT MAME:
b

DOB: B1-61-6] SEX: M

" STRTESD.L.: HX~¥

ARRESTING OFFICER:
x
OFFICER I.IL: ¥
TESTING OFFICER:
CARVER/DEWAYNE-D
OFFICER I.D.: (41
PERMIT MUMBER: 23@1if
EXPIRATION DATE: 65.88/15
MISCELLANEOUS DATA:

RADIC INTERFERENCE




(oL-94) »8Y1
SAJIATS BOINTS ONY HLTVAH J0 INSALEYLTIT 40 HO1ITHIG

dopaang Bugay ST107/87/S0 S3HIdX3
& JO& D Q(O‘ﬁw. 1010€T T HIGNNN

AHOLYE08YT HLTVEH DI190d 31Y1S 40 HOL03WIa

—— €107/87/S0 3va

‘OWSH 61L°90€ YBNOMS 111°90€ PUB ONSY ‘LH0 2GS ybnoay 020°225
SUOROSS 1O SUOISIACID Y JapUn PANSSI Huwad e palidxa JO SIAWES B WO POOIG JO JUSIUOD JOLODfE SU} JO UOIBUILLIBISP B} JO)

LINd XOLNI nMHHw%H<Q YHINII/AA AT HOSNAS-0D TV

_ ((s)JezAreur yrealq Bumo)joy syl ayelado pue
‘sifedas pue soM8s pley uuousd ‘sleiqires ‘adsul ‘SIONIISU Ules) ‘SI101eIado as|/uadng pue Jonnsul O} PAZUOYINE AGaIaY SI

ATATVD A ANAVAALA
il 3dAL |

liNnd3dd

WYHDO0Hd TOHOOTY HLv3Hg
S3DIAHIS HOINIS ANV HLIV3AH 40 LNIW1HY43a

[HNOSSIN 40 31VIS

(01-9) §220-085 OW




